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Table 1. Imaging Information

Institution

Station OBIWS

Image Type ORIGINAL\\PRIMARY\\PORTAL

Acquisition Date

Acquisition Time

SOP Instance UID 1.2.246.352.81.3.969580807.25784.19017

RTImageDescription 6 MV, 100 MU/min
Scan Mode IDU20-Full-LoX-Rad
Averaged Frames 1
Dark Field Correction on
Flood Field Correction on
Static Pixel Defects Correction on
Random Pixel Defects Correction off

PixelSpacing(mm) 0.392

Table 2. Geometric Accuracy

Aluminum Plug Distance Between Plu-
gs (mm)

Distance-Nominal(mm) Nominal (mm)

Left 137.44 1.44 136.00

Right 137.54 1.54 136.00

Top 137.24 1.24 136.00

Bottom 137.80 1.80 136.00
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